Medical Limited

MAS Recording Systems
Use of Picture in Picture Device — Kramer PIP-4

Remote Control

Response from Remote Control Commands can be Slow. For reset, allow Remote Control to
remain inactive for a period of 2 minutes.)

If - On / Off Keys become inactive, Power the PIP-4 Unit On and Off with the Mains Plug.

Default Set-Up
Source 1 is set up as the 'X-ray Image’

Source 2 is set up as the ‘Video Camera Image’ i.e. Thumbnail
Default is saved as Set Up 01, and can be Recalled

Select ‘Menu’

Highlights ‘Display’

Select ‘Down Key’

Highlights *‘Recall’

Select ‘Right Key’

Highlights ‘Set Up 01’

Select ‘Enter’

Display should be as default, and can be ‘Recorded’
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Set Up — Using PIP-4 Front Panel Keys

Select ‘Quad’

Select Key 'In 1’ (X-ray Image)
Select Key ‘Full’

Displays Full Screen X-ray

Select Key ‘In 2’ (Video Camera)
Select ‘Size’

Select Up ‘Arrow Key’

Display Contracts to Desired Size
Select ‘Move’

Select ‘Arrow Keys'’ to move the Display to desired position
Select ‘Escape’

Select ‘Menu’

Highlights ‘Display’

Select Down ‘Arrow Key’
Highlights ‘Save’

Select Right ‘Arrow Key’

Selects ‘Set Up 01’

Select ‘Enter’ (Confirm to Overwrite or Save to alternative Set Up in previous step)

Select ‘Escape’
Display should be as default, and can be ‘Recorded’
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Set Up — Using Remote Control

Select ‘Menu’

Highlights ‘Display’

Select ‘Enter’

Highlights ‘Quad’

Select ‘Enter’

Select Key ‘1’ (X-ray Image)

Select Key '+’ (X-ray Image should display Full Screen)
Select Key ‘2’ (Video Camera)

Select Key ‘B’

Displays ‘Size’

Select Up ‘Arrow Key’ (Repeat Select / Tip - Use the PIP Front Panel Keys)
Display Contracts to Desired Size

Select Key ‘A’

Displays ‘Move’

Select ‘Arrow Keys’ to move the Display to desired position
Select ‘Escape’

Select ‘Menu’

Highlights ‘Display’

Select Down ‘Arrow Key’

Highlights ‘Save’

Select Right ‘Arrow Key’

Selects ‘Set Up 01’

Select ‘Enter’ (Confirm to Overwrite or Save to alternative Set Up in previous step)
Select ‘Escape’

Display should be as default, and can be ‘Recorded’




